HEATHKIT 
MODEL VT-1 


VIBRATOR TESTER 
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SPECIFICATIONS 
Power Requirements 4 to 6 Volts DC (Variable) 
4 Amperes 
Meter Indications GOOD—BAD 
Size Length 10", width 7 1/8", 
Depth 3 1/2" 


Shipping Weight 7 Pounds 
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SERIES 


“Juste: ALL SOCKETS ARE 
SHOWN IN SAME RELATIVE 
POSITION AS WHEN VIEWED 
FROM BACK OF PANEL. 


